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A BRIDGE FOR THE 

PRECISE MEASUREMENT OF INDUCTANCE 

TYPE 1632-A INDUCTANCE BRIDGE 


The instrument manufacturer who 
makes resistors, capacitors, and induc¬ 
tors of high accuracy and low residual 
impedance has both the nec'd and the 
opportunity to build the impedance 
bridges required for high-accuracy meas¬ 
urements of these components. The 
Cieneral Radio Company has for many 
years been building, and continually 
improving in accuracy and stability, the 
Type 510 Decade-Resistance Tnits* 
which are used in the Type 1432 Decade 
Resistors. The materials and winding 

*Ivan G. Easton, "Tht New Type 1432 De«*adc Re¬ 
sistors,*’ General Radio Exprrimmtrr, June, 1051, Vol. 
XXVI, No. 1. 


methods u.sed in these units produce not 
only the excellent stability and low 
temperature coefficient required for a 
significant accuracy of d=0.05%, but 
also the small residual reactances which 
permit use of the resistors over a wide 
frequency range. Fixed standards of 
capacitance have also undergone a con¬ 
tinuous process of improvement, and the 
current silvered-mica Type 1409 Stand¬ 
ard C'apacitors* are accurate to =b0.05%, 
with a long-term stability of better than 
0 . 01 %. 

*Ivan G. Easton and P. K. McElroy, "New Silverod-Mica 
Standard Capacitors,” General Radio Experimenter, July, 
1957, Vol. 32, No. 2 


Figure 1. Panel view of the Type 1632-A Inductance Bridge. 
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Anotlior rncont addition to tho Cfen- 
eral Radio lino of |jrccision components 
is a series of highly accurate and stal)le 
standard indin*tors.* The Typk 1482 
Standard Inductors, heiiiR toroidally 
wound on ceramic cores and vsliieldetl 
from external tliermal. mechanical, at¬ 
mospheric, and electrical disturbances, 
have the hi^h stability and reliability* 
that mak<* j)ossible their calibration with 
lheclos(‘st tolerance (=t().03%) that the 
National Bureau of Standards will place 
on its certiticatuMi «)f absolute induct- 
;ince. For (ieneral Radio t<i certify the 
inductance of these inductors with the 
same accuracy limit of f . the in¬ 

ductors must be intercomparcHl with a 
set of XBS-calibrate<l inductors with a 
j)recision of higher order than the toler¬ 
ance. This net‘d for the measurement of 
inductance over the lOtb/ih to lO-h 
range of the Typt: 14S2 Standard In¬ 
ductors with a resoluti<)n and precision 
!3f 0.003% or better 1 (mI to the construc¬ 
tion for our standardizing laboratory of 
a imw inductance bridge, which made 
use of our wide range of precision re¬ 
sistors an<l standard capacitors to meas¬ 
ure the inductors. With imjirovemcaits 
that make it more convenient to use and 
more generally useful, this new. wide- 
range, high-precision bridge is now i)eing 
produced as tlie Typk H>32-A Induct¬ 
ance Bridge. 

For inductance staiulardization as 
well as for general intluctance measurc*- 
ment. this bridge approaclu*s the ideal, 
not only in inductance range and ac¬ 
curacy, but also in speed and conven¬ 
ience of operation. Two iin|>ortant fea¬ 
tures are digital in-line readout and the 
imdusion of operational data and circuit 
schematic on the panel. 

*Hnralio W “A N#‘w Srrirs of Stuiulnnl l^n- 

durtors,*’ (wenrral Radio Rxprrimriiter. N’nvpmlMT. 19.V2. 
Vcil.XXVII.No.fi 

♦Horatio W Ijiiiiicon, “Stnndanl Inductor*, « Stnhriitv 
IliM’cjrd.’* Grnmtl Radio BxperimrtUer, May. 1057. V'ol 
31, No. 12. 


An Owen Bridge 

This bridge uses the Owen britlge cir¬ 
cuit in which the inductance balance is 
made with precision decades of resist¬ 
ance, thus achieving a high degree of 
resolution and a high accuracy at moder¬ 
ate cost. The other bridge circuits com¬ 
monly used for inductance mea.suremcnt, 
the Maxwell and the Hay, require vari¬ 
able capacitors for th(‘ inductance bal¬ 
ance, anti capacitors of the desired range 
and accuracy are \'ery (‘xpensive. In tin* 
()wen bridge shown in Figure 2, the lixctl 
arms consist t)f the standard capacitor 
r , and the resistor The unknown 
is balanced by thedeeade resistor Ry and 
decade capacitor Cy, anti at balance the 
unknown is relateti to the standartls by 
the eejuations: 

/-.V = (r, I ff/,)/f.v (I I 


The deeatles can be switched to either 
a s(*ries or a parallel connection, .so that 
the britlge can be made dire(*t reading in 
either .series or parallel components of 
the unknown inductor. When the re¬ 
sistance anti capacitance decades are 
connected in series, the cnpiivalent series 
inductance, Lys, and series conductance, 
r/y.s. of the unknown Zy are proportional 
to Ry and to when the standards are 
connected in parallel. Ry and Cy tleter- 
mine the tHpiivalent parallel inductance, 
fjyp, and parallel conductance, (7v/». The 
equivalent resistance in either configura¬ 
tion is the reciprocal of the conductance, 
Ry = 1 Gy. Over a wide range of Q, the 
unknown can be mtaisured in terms of 
whichevi'r components are most con¬ 
venient. FN'en when the Q is very high or 
very low, a lialance for one of the efiuiv- 
alents can usually be obtained. When 
the Q is very low, the series components 
can usually be measured; when the Q is 
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very high, the parallel components can 
be measured. 

The variable standard resistance lly 
consists of six Type 510 Dch-iuIc Re¬ 
sistance Units in 10-kilohm to 0 . 1 -olim 
steps, with a calibration accuracy of 
i0.()5% in all except the two lower 
decades. Since the measured inductance 
is proportional to this resistance, thc'se 
sLx dcM*adc 8 give the bridge a resolution 
of inductance up to .six signilicant figures. 
The range of inductance covf'nxl by 
tht'se six decades can be changes 1 reailily 
by a change in the C iRn pHsluct which 
relates Lx Through an eight- 

position range switch a choice can be 
made among three C 4 capacitors and si.x 
resistors to cover a range of full-.scale 
inductance from 1,111 henrys t(» III 
microhenrys. The minimum inductance 
indication is, thus, seven decades below 
111 microhenrx's or 0.0001 microhenr\\ 

The accuracy of the inductance in¬ 
dication is, of course, limitcHl by the ac¬ 
curacy and stability of all of the com¬ 
ponents entering into Equation ( 1 ). The 
resistance Hu is made up of the same 
stable and accurate wire-wound resistors 
as are uscmI in the decades of fi*'d the 
residual iiuluctanceorcapacitanceiscimi- 
pensatetl. Etpudly stable silveretl-mica 
standard capacitor units are usetl f(»r U 4. 
Tln^si* components makepos.^sibleadirc'ct- 
reading bridge accuracy of 0 . 1 %over wide 
rangi»s of inductance, Q, and frequency. 


Full use can be made of the p< 3 tential 
resolution and accuracy in inductance 
reading only if the resistive component 
of the unknown can Ijo balanced both 
with comparable prec^ision and without 
appreciable interaction between bal¬ 
ances as a result of ri*sidual impedances. 
In the Owen bridge such resistance 
balance rcxqiiires a variable capacitor of 
wide range having low losses and lH)th 
loss and capacitance intlependent of 
frequency. The rvPK l(».T2-.\ Inductance 
Bridge is |>o.ssibl(» oidy because General 
Radio now produce’s high-<}uality poly¬ 
styrene capacitors,* ustxl in the Type 
14ll)-A Decade C‘apju*itor, which have 
stable aiul constant (tapacitance and low 
dissipation factor, even at the frequen- 
cic’s below KM) c which are often u.sed in 
inductance measurements. Cv consists of 
four decades of tiu'se polystyrene capa<*i- 
tors. in 0.1- to 0.(XMJI-/if step.s. followtxl 
by a continuously variable 130-pf* air 
capacitor. These decjules are calibrated 
to an accuracy of dr 1 %; better accuracy 
in the measurement <if f/ is rarely necxled 
and is usually prohibited by errors 
caused by bridge residuals. When a 
capacitance greater then 1 is re¬ 
quired to balance a very lugh conduct¬ 
ance, an external capacitor can be 
conneettHi at panel jacks to parallel the 
Cy decades. 

*‘'New t)fra«li* C*nfmi itar» %*ilh IV»h’>t>Tene Dieleclrir,” 
(irmeml Radta July, Vol. 31. No 2 

•pf = picof&rsui» 


Figur* 2. EUmonlory 
tchumofic of tho 
Owan bridgo circuits 
usod in th« Typo 1632- 
A Inductonco Bridge. 
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With Low Residuals 

The simple, independent balance con¬ 
ditions, wliich constitute one of the ad¬ 
vantage's of the (.)wen bridge, can be ob¬ 
tained in practice only if the bridge* arms 
are free of residual impedances. In the 
'rvPK l(>.'i‘J-A Inductance Bridge many 
of the possible re.siduals are minimized 
l>y the use of cat)acitors with very small 
residual resistance and of resi.stors with 
very small residual inductance' and ca¬ 
pacitance. Other residuals are reduced 
or controlled by the careful internal 
shiekling shown in Figure 3. 

The most, troubl(*some residuals are 
capacitances across the unknown arm 
and across iIk' standards, Ry and Cy, 
when they are in series. These capaci¬ 
tances are minimized by the.shicklenclo.s- 
ing the and Rn arms of tlie Inidge. 
By e.\telision of this shield into tlu' base 
of the u.VKNowN terminals, the capaci¬ 
tance luldcnl across the unknown by the 
bridge is reduced to the 1-pf capacitance 
between the external terminals. In the 
“standard” arm another .shield (*ncloses 
the resistance decade Ry to reduce the 
capacitance acro.ss the scries <*oml)iiia- 
tion of Ry and Cy to tlie negligible value 
of less than a picofarad. The capacitance 
of this shield to ground appears across 
Cy and is included in the calibration of 
the conductance dt'cades. This shield 
t'apacitance limits in minimum Cy to 
2tM3 pf, and results in the ‘‘add 2” 



that appears on the instrument panel 
below the window of the fourth G dial. 

Further special shielding within the 
transformer used l>etween bridge and 
detector permits the detector to be 
groundetl without additional contribu¬ 
tion to the bridge residuals. The inter- 
.shield ca|)acitances of the transformer, 
however, add some 100 pf to t he C y arm 
of the bridge, which can be included in 
the calibration of C Since the total 
is only 1000 )>f in the lowest or n range of 
the bridge, the lower stability and higher 
loss of the transformer capacitance limit 
somewhat the accuracy of this range. 
An accuracy of the order of dr 1% can be 
realized on the a range, and this reduced 
accuracy is indicat cm 1 liy a red a for this 
multiplier position. Since the primary 
use of this a range is the measurement 
of the very low iiuluctance of l(*ads and 
of shorte<l terminals, the reduction in 
accuracy here is not detrimental. 

With this control and reiluctioii of 
residual impedances, ihe 0.1% induct¬ 
ance accuracy of the Iwidge can be 
maintained over wide ranges of induct¬ 
ance*. Q, and freepiency. The ranges of 
measurement are sf) wide, however, that 
additional errors arise from the remain¬ 
ing very small r<*siduals at the extremes 
of the ranges. When the () of the un¬ 
known is very low, these residuals, in¬ 
cluding the small dissipation factors of 
the capacitoi's usetl as C^y and Cy, 
can increase the inductance error by 
dz.0;)%/f?A*. At the frecpiencies of 10 kc 
and higher, the error is also increase<l by 
the small. uncom{)en.sated reactances of 
tlie Rfi arm, particularly when Rn has 
its extn'ine values of 1 ohm and 100,000 
ohms at the very low and high ends of 
the range. 


Figure 3. Bridge schematic showing the internal 
shielding to minimize residual-impedance errors. 
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Easy to Use 

^ The Typk I()32-A liRliielance Bridge 
is designed not only to make measure¬ 
ments of high resolution and aceuraey, 
hut to make such measurements with 
maximum ease and rapidity. For this 
purpose the dials of the decades indicat¬ 
ing L and (7 are arranged to show only 
the pertinent digit of each decade, and 
these digits are placed for convenient 
vertical, in-line, digital rc'adout of the 
six significant figures. The eight-position 
raitge switch both indicates the units of 
L and fr and automatically places the 
decimal point in the linet)f digits. Opera¬ 
tion is further simplified, particularly for 
the occasional tisor, by the presentation 
on th(‘ panel of th<* bridge circuits and 
balance ecpiations, as well as a table of 
the limits of maximum input voltage. 
*rhe bridge can be balani;ed easily and 
rai)idly to its full resolution becau.se in 

^ an ()wen bridge wit h such small resitluals 
the L and G balances are independent 
and there is no trouble with a sliding 
balance and false nulls. 

Neither generator nor detector is built 
into this bridge, because the versatility 
required in them to match that of the 
bridge can best be built into external 
units. Adequate generator range and 
power for most bridge uses can be prt)- 
vided by the Type 1301-H Beat-Frc*- 
(piency Audio (lenerator or by the 
combination of the d'Yi’E 12 UbC Fnit 
H-(’ Oscillator and the Type TiOb-B 
Fnit .Amplifier. Since these generat^>rs 
are d(‘signe<J for operation into loads of 
the <u’der of bOO olims and the bridge 
input impedance on the lower four 
ranges is of theord(*rof 1 to 100 ohms, a 
matching tran.sformer (Type Ib32-IM) 
with turns ratios of 1:20 and 1 :o is sui>- 
plied to raise the bridge input inq^edance 
to match the generator output. In order 
to keep its magnetic field away from the 


bridge and the inductor being measured, 
this transformer is designcHl to b(‘ 
plugg(Hl into the generator instead of 
being built into the briilge. 

A detector of high sensitivity and low 
noise is required to make use of the full 
six-figure resolution of this bridge. Thv 
requirements can be met by the 1'vpe 
123I-B /Vinplifier and the Null Detector 
with the Type 123I-Po .\<ljustable I'il- 
ter, followed by a null indicatin* with ad¬ 
ditional gain, such as a pair of head¬ 
phones, an oscilloscope, a millivolt meter, 
or another Type I23l-!t Null Detector. 
For mea.sur(‘m (‘11 ts requiring only the 
direct-reading accuracy of rfcO. 1 %. a 
single Type 1231-B with filter is usually 
atlequate. The maximum available sen¬ 
sitivity, part icularly at low freipiencies, 
has lH*en realized by making the detector 
transformer impedance as high its possi- 
l)le and by locating the transformer to 
satisfy best the condition that the bridge 
is most sensitiv(‘ when the detector is 
connected at the junctions of arms hav¬ 
ing e(|ual impedances. .\s aimther all to 
sen.sitivity, a maximt.m sE.NsrnviTY 
switch has been provided to. permit 
on some rang(‘s a choice of the magnit ude 
of the (\\ and A*/; arms to .sati.sfy best 
this condition. On the middle (r/. f . f) 
ranges, this SNsitcli changes both R/t and 
C.j by a factor of ten witliout changing 
their product. Ihus tloes not 

alt(*r the multiplying factor of the bridge 
which has been set with the range 
switch. 

For Most Inductance Measurements 

The Type Ib32-A lndu(‘tance Bridge 
is designed for the precise measurement 
of either tlu' .series or parallel compo¬ 
nents or two-terminal, grrainded in¬ 
ductors at audio frequencies. Full-scale 
ranges of inductance extend fn»m 1.111 
henrys to 111.1 miiMohenrys. Six-figure 
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resolution and high scnsitiv'ity make this 
bridge particidarly suitable for stand¬ 
ardization measurements of high ac¬ 
curacy, since standard inductors, such 
as the Type 1482, can be intercompared 
to better than 5 parts in a million. Its 
direct-reading inductarM*e accuracy of 
±0.1%, the case of balance, and in-line 
readout make it convenient to use. Al¬ 
though designed |)rimarily for use at 
frequencies of 1(K)() c and lower, it can 
be usc<I, with some decrease* in accuracy, 
to at least 10 kc. 

The bridge is well suited for the meas¬ 
urement of inductors with ferromagnetic 
cores, since ils sensitivity makes a bal¬ 
ance possible with only a small voltage 
applicnl to the inductor, and measure¬ 
ments can thus be made in the region of 
itiitial permeal)ility. Measurements of 
inductors with nonlinear characteristics 
are further facilitatCHl because in this 
l)ridge the voltage across the unknown 
inductor will not change apt^reciably 
when the L and G controls are varied to 
Imlance the bridg(*. The bridge is not 
suitable for the measurement of incre¬ 
mental inductance nt high ac or dc ex¬ 
citation, bec.au.se the dissipation in the 
precision resistors in the bridge must be 
limited to the order of one watt. The 


maximum voltage which can be safely 
applied to the bridge varies from 1 to 100 
volts, depending upon the range being 
us(*d, and these limits are indicated in a 
table engraved on the bridge panel. The 
bridge can boused for incremental induct - 
ance measurements at levels within 
these limits, when the desireil direct cur¬ 
rent is supplied to either the generator 
terminals of the bridge or directly to the 
unknown. The capacitor C^ blocks the 
direct current from the Ry standards, 
and a capacitor connected in series with 
the internal detector transformer pre¬ 
vents any flow througli that path. Tsi* 
can also be made of the rang(‘ and resolu¬ 
tion of the bridge in making nu'iisure- 
ments of mutual inductance and of 
magnetic core materials. 

—John V. Hersii 
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SPECIFICATIONS 


Range: Rungf .selection is by iui eight-position 
switrh, which iiulieatea units and range, luid 
locates the decimal fwint in Iht* iii-lino i)alane- 
ing deejidea. 

Full-scale ranges from 111 microheiirys to 
111! henrys for induetancaq from til mi- 
♦•rrmihoH to 1111 mhos for conductance. 

Minimum inductance indication Is 0.0001 
ini<*n)henry, which makes possible bjdances to 
•a prccisiofi of 0.1% for inductance as low as 
0 1 niicrohcnry. 

Inductance Balance: Six, precision dc(?adc re¬ 
sistors .arc used for the inductaitce balance. 
Maxinuini resistance is 100,000 ohms, in 0.1 
i>!nn steps. 

Conductance Balance; Four decades of I 0 W-I 0 .S.S 
polyslyrenc capacitor |j1u> one variable air 
capacitor. Maximum cupacitfuice is l.lll ah 
minimum capacitance is 200 fijJ. 


Sensitivity Switch: An additional control is prn- 
vid(*d which changes the* value of Rb by n factor 
of 10 without altering the range. 

Frequency: Designed prim.arily for precise and 
siccuratc m(‘asureracnts at 1 kc and lower. 
Ut>able to at least 10 kc with some decrease in 
accuracy, scr^ belf»w- 

inductance Accuracy: Basic dircct-retiding in¬ 
ductance accuracy is ±0.1%. 

Because of the extremely wide range of the 
bridge arms, the full accuracy cannot be ri*- 
alizcd at the extreme of inductance, Q, or 
frtaiuency. 

The dire(?t-reading accuracy is reduced to 
±1%. on the lowest (a) range, which is pro¬ 
vided for the measurement of the very low in¬ 
ductance and high eondu<*tan«T of leads an<i 
terminals. 
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\Vhf*i\ the Q.y of unknown inductor is low, 
the ueeuruey is reduced bv an error of 
(+0.05d=Qfl)%/QY. 

The tin resistors, switched in decade steps from 
Hi t«» lOOkii, an? compensai('d U) liava* th<* snndl 
phase angles (express»«d iis Qb at Ike) given in 
the table. 

Si# j I u I ion I i(X)ii I 1 ai I 10An iiootu 

gg»H ItcNh 0:H%'db.«15%ldrM2%tdr002%U.02%Un 1% 

J’or frequeneies above 1 kc and for the ex- 
IreiiK* Rb values, the accuracy is reduced by 
residuals to 0.1 x l0**/2% when /?/# = Hi and 
to 4 X l0-^/2% when Rb = HXlkii. 

The caf)acitanee aero.Hs the unknown ter¬ 
minals is approximately Ipf. 

Two nearly e<pial inductance values can be 
intercompaied to a precision of one part in 10* 
or better. 

Conductance Accuracy: The capacilor Cx is ad¬ 
justed to within dtVi + 2 pf. 

Errors in conductance arising from nsidual 
)h:use angles of the bridge arms depend upon 
re(|uency and Q.v. Sindi errors an* best defint‘d 
in terms »»f the dissipation factetr of the un¬ 
known (nM*if>n»cal of Q.y). The error in dissipa¬ 
tion factor is less than ±0.001 at 1 kc, for Rs 
value.s less than 10,000 ohms, .^t higher fre- 
(juenc-ies the error incn?iLses directly with fre¬ 
quency, with Rs, and with Rb- Th<* error can be 
kept at the ±0.001 level by reducing the prod¬ 
uct RfiRs invi'rsely with fri'quency. The maxi¬ 
mum v:\lue <»f induet.ance that can be me:isured 


with a given accura<’y for conductance (or Q) is 
thus invenwdy projiortional to frequency. 

Circuit: The cap.icitance decade tor resistance 
balance can be connecU*d in si*ries or in parallel 
with Rs- Thus the equivalent scries or equiv¬ 
alent parallel inductanct? of the unknown in¬ 
ductor can be mejisured. For the series connec¬ 
tion the m^iximum value of Q is proportional to 
frequency, with a maximum v:due of tU) at 
100 cps. For the parallel coi\neetion the maxi¬ 
mum valui* of Q is iiutTsely projKirtional to 
frequency ainl Rs- Maximum value at 100 cps 
and Rs - 100,000 ohms is 80. By selection of 
the Rs value, either s<*ries or parallel measiin'- 
rnents can be made in most practical ca.ses. 
Applied Voltage: Maximum .safe applied voltiige 
range.s from I volt on the lower inductance 
ranges to 100 volts on the higher rangt?.s. Values 
are engraved on the panel. 

Accessories Supplied: Two Tyce 274-NI, Shiekh'd 
Patch 0»rds supplied for connection to gener- 
at<»r and det(‘cU»r; Tvce I032-P1 Tran.sformer, 
having .step-tlown voltag<* ratios of 1:22 anti 
1:5, to m.atch the low bridge input imped.tnee 
on the a, h, c, d ranges to generat»>rs retjuiriiig 
a 000 U loatl. 

Accessories Required: Generator and d«*t»*ctor. 
Mounting: .Mumiiium cabim^t and dre.ss panel, 
crackle finish. Can al.so be r.ack mounted. 
Dimensions: Panel, 19 X 15*-4 ineh«*s; ov»?r-all 
depth, 9 *k inches. 

Net Weight: 40 |)OUnds. 


Type Code Word Price 

1632-A ' Inductance Bridge. | UAHOK | $875.00 


HAVE PROTECTION-WILL TRAVEL 


Clenenil Radio instruments are hardy 
worltl travelers. During 19o8, for in¬ 
stance, not one instrument per 20(X) 
sliipped was reported as damaged in 
transit tf) tlie customer. Considering that 
most of tlie material shippc^I is labora¬ 
tory test equipment, and that many in¬ 
struments go halfway around the world 
by trucks, ships, planes, and trains, there 
must be a story behind s\u'h a record. 

First ofT, the instruments thera.selv^es 
are no softies. Often they are built to 
stem military specifications and most 
instruments — military or not — pass a 
shake test here at OR to prove their 
ruggedness. Panels and shafts, chaasis 
bracing, knobs, connectors — all are de¬ 


signed not to “get by” but to take years 
of use, along with some inevitable abuse. 

But rugged or not, we can expect that, 
at the very least, some stevcvlore in 
Bazra may not fully appreciate the 
nature of the cargo he is handling. And 
as the l)o.\ is jounceti from hold to hold, 
a hard battle goes on inside—a battle 
anticipateil and planned for weeks be¬ 
fore at GR’s Shipping Department. 

Realizing that ocean shipments are 
liable to l)e the most — all — adventure¬ 
some, we pull out all stops when pre¬ 
paring an instrument for such a journey. 
First, a protective shield — either a 
wooden i»over or a heavy cardboard 
cover with wooden spacers — is placed 
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(1) Th* instrument, a Type 1931-B A-M Monitor. 



(2) Paper and wood*reinforced cardboard protect 
panel. 



(3) Wrapped and placed in heavy cardboard carton. 
Accessories, instruction book have been added. 


over the front panel of the instrument 
to safeguard the knobs, meters, binding 
posts, etc. Then the instrument, along 
with a cushion of heavy kraft paper, is 
placed in its cardboard stock carton. 

The stock carton is then slipped into 
a close-fitting bag made of a plastic- 
laminated heavy waterproof paper 
known as Polykraft. The air is removed 
from inside the bag, so that it hugs the 
carton like an undersized bathing suit. 
This evacuated bag, after heat-sealing, 
offers protection against moisture, fumes, 
fungus, etc. 

Next, the instrument in a box in a bag 
is nestled into its wooden packing case, 
with two-inch-thick nibberized fiber 
pads inserted as shock absorbers on all 
six surfaces. The wooden crate is finally 
steel-strapped and marked with ap¬ 
propriate shipping instructions. These 
may include, at the request of the cus¬ 
tomer, a bright green band, a red dia¬ 
mond, a blue crescent, or other unique 
marks to help the consignee spot his 
shipment at the place of unloading. 

The multilayered protection described 
above is not usually necessary for air 
shipments. Also, such elaborate crating 
would add measurably to the customer’s 
shipping expense by air, whereas with 
ocean shipment weight is a less critical 





(4) Waterproof bag it placed around carton and evac¬ 
uated. Then into rugged wooden shipping cate, 
with rubberized fiber pads. 


An instrument it readied for a long sea voyage. 



(5) Top pads hove 
been added, lid se¬ 
cured, box strapped, and 
labeled. 
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cost factor. Thus, for air and most do¬ 
mestic shipments, instruments are usu¬ 
ally sent in their stock cartons. Our 
extremely low damage rate indicates 


that, no matter what the destination or 
the transportation, our packaging will 
sec it there safely. 

— F. T. Van Veen 


DELAY-LINE OSCILLATOR 

A Novel Circuit for a 1 to 20-Mc Single-Range Oscillator 


A novel use for a variable delay line 
is illustrated in the schematic diagram 
of Figure 1. The circuit utilizes the de¬ 
lay line as the feed-back element of a 
triode oscillator. The delay line may be 
thought of as a phas(»-shift netw<3rk hav¬ 
ing 180° phase shift at a frequency cor¬ 
responding to twice the delay time and 
its odd harmonics. 

A simpler physical picture of the cir¬ 
cuit operation is obtained from a time- 
(kimain de.scription. Let us assume that 
the triode is .suddenly l)iti.sed to cutoff 
by a negative voltage .step at its grid. A 
p< 3 sitive voltage step will occur at the 
plate. This positive step travels down 
the d(‘lay line and is coupled back to the 
grid by the coupling capacitor, turning 
the triode on. A negative voltage step 
then occurs at the plate, which travels 
down the delay line, cutting the triode 
off, and the process repeats. 

With a large value of coupling capaci¬ 
tor, the grid and plate voltage wave¬ 


Figur* 1. Schematic of the deloy-line oscillator. 



forms are es.sentially rectangular, and 
the amplitudes are fairly constant over 
the entire range owing to the on-off 
nature of the oscillations. With a small 
value of coupling capacitor, the oscilla¬ 
tions are more nearly sinu.soidal and 
smaller in amplitude. 

The circuit shown, utilizing a General 
Radio Type 314-S86 Variable Delay 
Line' (0 to 0.5-/i.sec), oscillates readily 
up to about 30 Me. The grid voltage 
waveforms at frequencies of I, 5, and 
20 Me are shown in Figure 3. The upper 
end of the freriuency range is quite 
crowded because of the hyperbolic rela¬ 
tionship between the frequency of oscil¬ 
lation and the shaft rotation of the 
linear delay line (f = 2 ^). Up to al)out 
20 Me, however, operation is quite 
smooth and uniform. The lower end of 
the frequency range is limited! by the 
maximum delay of the line (I Me for 

*F. D U FraxiiT. “A N«w Tyiw* of Vwrinhtt* 

DcOav l.irn*." Gntrrnl Radio Exfurrimtmter. Vol, 31. No. 5, 
Ortolxr, 10.*»n 


Figure 2. Plot of frequency vt. delay selling. 



DELAY IN >isec 
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Figur* 3. Orld-voHog* wov*fornis. 


(a) 1 Me. VttrticQl tcoU, 2 volt«/cm. Horizonlol 
scol«, 0.2 lA t«c/cm. 


(b) 5 Me. V«f1ieol tcol«, 2 voltt/em. Horizontal 
teolo, 0.1 M 


(c) 20 Me. Vortieol teolo, 2 voHt/em. Horizontal 
teolo, 0.1 toc/cm. 


(Toklroniz Typo 543 Oteilloteopo) 




the Typk 3I 4-S8(>). Since the friHiuency 
of oHcillation depends primarily upon 
the delay line and is relatively indtv* 


pendent of the tube characteristics, it is 

quite stable at any parti<!ular setting 

of the line. ,. r.-. »r » 

— II. 1 . McAleer 


NEW REPRESENTATIVE FOR BELGIUM AND LUXEMBURG 


In the past the neeils of our customers 
in Helgium and Luxemburg have been 
served by our representative for the 
Netherlands, Technuschc W^rkoopkan- 
t(M)r Groenpol, Amsterdam, Holland. 

Effective September 1, 1959, the Bel¬ 
gium firm, S. A. Multite<‘hnic, took over 
these responsibilities and will now be 


serving directly our customers and pros¬ 
pective customers in Ikdgium and Lux¬ 
emburg. .All inipiiries concerning General 
Rmlio products, whether they be of a 
technical or a commercial nature, should 
be addresscxl to: 

S. A. Multitechnic 
30, Place Saincfelette, Bruxelles 8 


General Radio Company 
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